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Abstract: This paper proposes a new yet efficient method allowing a significant improvement
in the on-line analysis of biological cell growing and evolution. The procedure is based on
an empirical-mathematical approach for calibration and fitting of any cell-electrode electrical model.
It is valid and can be extrapolated for any type of cellular line used in electrical cell-substrate
impedance spectroscopy (ECIS) tests. Parameters of the bioimpedance model, acquired from
ECIS experiments, vary for each cell line, which makes obtaining results difficult and—to some
extent-renders them inaccurate. We propose a fitting method based on the cell line initial
characterization, and carry out subsequent experiments with the same line to approach the percentage
of well filling and the cell density (or cell number in the well). To perform our calibration technique,
the so-called oscillation-based test (OBT) approach is employed for each cell density. Calibration
results are validated by performing other experiments with different concentrations on the same cell
line with the same measurement technique. Accordingly, a bioimpedance electrical model of each cell
line is determined, which is valid for any further experiment and leading to a more precise electrical
model of the electrode-cell system. Furthermore, the model parameters calculated can be also used
by any other measurement techniques. Promising experimental outcomes for three different cell-lines
have been achieved, supporting the usefulness of this technique.
Keywords: bioimpedance; OBT; cell culture; real-time monitoring; microelectrode electrical model;
sensing protocol; ECIS
1. Introduction
In the last few years, many research efforts have been devoted to find a reliable and robust
non-invasive technique to estimate and study cell growth on cell-culture assays [1–5] from different
viewpoints. Many biomedical setups such as toxicology assays [6], cancer characterization
experiments [7,8], biochemical [9], immune-assays [10], stem cells differentiation protocols [11],
etc., seek to quantify the number of cells for characterizing a diversity of research objectives
and techniques. The Bioimpedance (BioZ)-based measurement approach named ECIS (electrical
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cell-substrate impedance spectroscopy), senses the electrical response generated on a biological sample,
the cell-culture, when it is excited with an alternating current (AC) electrical source, voltage, or current,
at several frequencies, as consequence of its conductivity properties. In order to obtain reliable results,
the ECIS technique requires precise electronic circuits for picking up the signals of interest [12] as
well as accurate electrical models for the electrodes and cell-electrode-solution systems. The aim is
to decode the electrical measurements done by the circuits and to express them in terms of the cell
number. Some ECIS approaches obtain the impedance response of the cell-electrode system under test
without evaluating the electrical model, being the performed impedance signal processing the same
for all cell lines or cultures.
Several works on BioZ modelling and monitoring have been reported [4,5,13,14], based on solving
the electromagnetic equation involved in the system [5] or Finite Element (FE) simulations [13,14]
of the whole cell-electrode-solution system. The obtained results are applied to mono-layer
cell-culture configurations, fitting the proposed parameters and/or electrical circuits, to model the
cell-electrode-solution. This article proposes a method to tune the electric model for the cell-electrode
interface in [13,14], using experimental data gathered from several experiments which were carried
out in our research group. Our motivation is mainly derived from the analysis of the parameter
evolution observed on our experiments, from the beginning of a cell growth assay, and before, to reach
the confluent or mono-layer phase. From this characterization, for subsequent experiments with the
same cell-line, it is possible to approximately know the percentage of well filling and the cell density
(or number of cells in the well).
In this work, the measurement method is the oscillation-based test (OBT), detailed in [15–18].
This technique is based on connecting the BioZ as an oscillator. Thus, the oscillation amplitude and
frequency vary with the number of cells in the well due to changes in the cell-electrode impedance.
This paper details how to know in real time an approximate value of percentage of well filling, using
the achieved oscillation amplitude (aosc) and frequency ( fosc) in each moment. To carry out this task,
it is necessary to do a previous setting experiment for each cell line. In other words, by means of this
initial experiment, a systematic calibration method has been proposed herein for any cell line which
uses the OBT approach.
In summary, it is proposed to perform, first, a calibration procedure by employing the OBT
technique [15–18], and second, to validate with this same technique, the results for other assays with
different cells densities. Thus, different initial number of cells was seeded to validate the model
obtained in the calibration step. Accordingly, a BioZ electrical model of each cell line is obtained, valid
for any posterior experiment with this cell line, and leading to a more precise electrical model of the
electrode-cell system, useful for any other measurement technique.
2. Materials and Methods
2.1. Cell-Culture Assay
The employed electrodes for our tests are commercial electrodes of Applied Biophysics [19].
These electrodes contain eight separated wells with ten circular biocompatible gold microelectrodes of
250 µm diameter (Figure A1). The study was carried out in several cell lines, which are described in
the following paragraphs.
The first biological sample under testing (SUT) was formed by Chinese hamster ovarian fibroblasts.
This cell line is identified as AA8 (American Type Culture Collection). This sample was immersed
in McCoy’s medium supplemented with 10% (v/v) foetal calf serum; 2 mM L-glutamine, 50 µg/mL
streptomycin, and 50 U/mL penicillin. The growing environment was established at 37 ◦C and 5%
CO2 in a humid atmosphere. Different initial number of cells were seeded for our experiments: 2500,
5000, and 10,000. Petri plate cultures were also made with the same cell density, to further match with
the proposed bio-impedance (BioZ) test.
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The second biological samples under testing were two Mouse neuroblastoma (N2a) cell lines.
The N2a cell line and its cell line stably expressing wildtype human amyloid precursor protein,
N2a-APP, were generously gifted by Prof. Javier Vitorica (Institute of Biomedicine of Sevilla, Sevilla,
Spain). Cells were cultured in medium consisting of 50% DMEM High glucose (Biowest, Nuaillé,
France) and 50% Opti-MEM (Gibco, Alcobendas, Spain) supplemented with 10% (v/v) foetal bovine
serum (FBS) (Gibco, Alcobendas, Spain), 2 mM L-glutamine, 50 µg/mL streptomycin and 50 U/mL
penicillin (Sigma-Aldrich, Madrid, Spain). N2a-APP was also supplemented with 0.4% Geneticin
(Gibco, Alcobendas, Spain). All cell lines were maintained at 37 ◦C in a humidified atmosphere with
5% CO2 and they were routinely subcultured.
In growth curves: the cells were plated in duplicate at 12,500, 6250, and 3125 cells/cm2 density
in 55 mm dishes and they were allowed to adhere for one day. Dishes were placed at the incubator
for 120 h; every 24 h, the cells were trypsinized and counted with a haemocytometer. The cell
viability was assessed by a trypan blue exclusion test. Cells from dishes were counted in two
independent experiments.
2.2. Cell-Electrode Electrical Model
The biological sample under testing was located on a two-electrode system. The first one acted
as a reference electrode and the second one was the measurement electrode. Cells were deployed on
the electrodes alongside with medium solution. The electrical model describing this cell-electrode
interface is presented on Figure 1. The bioimpedance has two poles and two zeros. This model has
been widely explored on the literature in [4,5,13]; however, we observed in our experiments that values
of electrical parameters changed according to each cell line, and a fitting technique was required to
obtain an accurate electrical model in each case. As the OBT technique is used for calibration and
fitting, the cell-electrode interface was connected as a load (Z) into the proposed oscillator, and, as
a result, a biological sensor was created. A start-up signal was provided to the OBT to enable faster
measurements and to guarantee the optimal oscillation point for the system, thus avoiding nonlinear
behavior from the electrical model. As it was mentioned in the previous section, the variation of the
BioZ implied a change on the oscillation values (frequency and amplitude) which were directly related
to the number of cells in the culture. This allowed us to measure the cell population and its growth.
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ܴଵ =
ܴ
(1 − ݂݂) (1) 
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. .
The BioZ main electrical-model parameters are C, the double-layer capacitance derived from the
complex part of the BioZ, and R, the transfer resistance representing the biological resistance of the
sample. Both elements were placed in parallel [4,13]. The fill-factor parameter (ff ) was defined as
the ratio of the area covered by the cell in the electrodes (if there were no cells, it was 0, and it was 1
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when the electrode was fully covered) [15]. For electrodes partially covered by cells, given a ff value,
the electric model parameters are defined by Equations (1) to (4).
R1 =
R
(1− f f ) (1)





C2 = C× f f (4)
where C1 and R1 represent the contribution of the empty microelectrodes to the electrical response of
the cell culture, and C2 and R2 depict the electrodes covered by cells. On the other hand, Rs models
the resistance that the current must overtake to arrive at reference electrode. Finally, Rgap represents
the equivalent resistance that models the separation zone or interface region between the cell and
the electrode.
2.3. Model-Oscillation Relationship
Sensitivity curves have been developed to experimentally observe the changes in the BioZ
parameters due to the electrical model in constant evolution. In particular, there are two main states:
when f f → 0 and f f → 1 for which the electrical model can be approached by a model with one
pole and one zero. From their positions, the other parameters of the model can be obtained using the
initial and simplified model in Figure 1. On the other hand, for each cell line, the electrical model
will be slightly different, and it will mean that the oscillation parameters of the biological sensor vary.
For each cell line, a first experiment was performed to calibrate the electrical model, and in subsequent
performed experiments, it was possible to know the number of cells on each well using the oscillation
parameters. After carefully studying the model, with the aim of estimating a model for each cell line,
we reached the following conclusions:
• f f → 0 , at the beginning of the experiment:
# The initial frequency can be determined only with the position of the pole, fp.
# When the pole location is known, the initial amplitude can be determined using the
parameter Rs. The Rs resistance effect is significantly higher in initial amplitude than the
effect of fp.
# f f → 1 , at the end of experiment:
# The final frequency and amplitude, at the confluent phase, are highly dependent on the
Rgap parameter.
Figures A2–A5 show the changes of the oscillation frequency and amplitude at the beginning
and at the end of the experiment with the model parameters ( fp, Rs, Rgap and ∆Rs). In following
section will explain how the OBT works, and the equations involved. These figures have been obtained
simulating the OBT system by MultiSim, for limit values of f f → 0 (initial conditions) and f f → 1
(final conditions), varying the parameters in the range that they usually work with.
Figure A2 displays how the initial oscillation amplitude and frequency ( f f → 0) depends on
the frequency of the pole. Figure A3 illustrates that, after choosing the pole position at fp = 95 Hz,
the initial oscillation amplitude changes with Rs, without significant changes in the initial oscillation
frequency. In Figures A4 and A5 it can be seen that the final oscillation amplitude and frequency
( f f → 1) depends on Rgap and ∆Rs (a parameter that is included in the model as explained below).
If we try to fit the experimental results with the BioZ electrical model, we cannot reach the full
oscillation amplitude range, so it is necessary to introduce a small variation. To solve this problem,
we firstly tried to follow the work in [9], making a correction of Rs with ff. Thus, we considered Rs
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when f f → 0 is an initial value of Rs called Rsi. Then it is necessary to increase (or decrease) Rs with
ff during the experiment until the experiment is over, and at that moment ( f f → 1) Rs will reach the
value for which the final model amplitude will be similar to the final experiment amplitude. This is
achieved by varying Rs with the Equation (5).
Rs(k) = Rsi + ∆Rs × f f (k)n (5)
where k is the time index of experiment, Rsi is initial value for Rs, ∆Rs is the range of Rs (from ff = 0 to
ff = 1). ff (k) is the fill-factor at k, and n is the growth rate of Rs from Rsi to Rsi + ∆Rs.
To quantify the improvement introduced by the correction of Rs, we observed the relative error
of the amplitude with respect to the experimental results when ff → 1. The relative error before Rs
correction was 7.9%, while the relative error after Rs correction was 1.5%. Therefore, the improvement
of Rs correction was remarkable and necessary to make a good fit for the BioZ model.
Finally, Figure 2 shows the experimental amplitude evolution (blue) and the evolution of the
oscillation amplitude of the fitting model without Rs correction (red). As can be seen, there is a certain
error, and by applying the correction to Rs, it is possible to reduce the error almost completely (green).
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As previously mentioned, to estimate the concentration of cells at each moment of the experiment,
several points must be known:
# The equations of entire system; that is, the equations of the BioZ electric model and the oscillator.
From these equations and using the Describing Function method [20], two equations are obtained
whose solutions allow us to derive the oscillation amplitude and frequency.
# The BioZ equations:
Hz(s) =
k2 × s2 + k1 ω0zQz s+ k0ω20z




where Hz(s) is the transfer function of the cell-electrode electrical model and the other parameters
are defined by the resistances and the capacitors of the electric model (Rs, Rgap, R1, R2, C1 and
C2), as can be seen on Equations (7)–(11).
k2 = Rs (7)
k1 = Rs +
RgapR1
2Rgap + R1 + R2
(8)














2Rgap + R1 + R2
(11)
# The OBT equations (see Figure 3 and [15,16]):
HBP(s) =
Kω0Q × s
s2 + ω0Q × s+ω20
(12)
HCMP.F(s)
































× (− cos θ + sin θ) θ = sin−1(h/aosc) (14)
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HZ.CS(s) = kzHz(s) (15)
Equations (12)–(15) are the functions which describe the OBT approach (Figure 3). Equation (12)
is the transfer function of the required band-pass filter, whose natural frequency is ω0 and Q it is its
quality factor. Equation (13) is the transfer function of a filter, composed of a low pass filter and a high
pass filter, whose natural frequencies are ω0l and ω0h, respectively, and Ql and Qh are their respective
quality factors. On the other hand, N(aosc) in Equation (14), is the linearized transfer function of the
comparator obtained from the Describing Function method [20]. In this equation, Vre f is the reference
voltage of the comparator, aosc is the oscillation amplitude of the input signal of the comparator, and h is
a parameter that depends on the hysteresis of the comparator (which is configured through a feedback
of passive components). Finally, HZ.CS(s) is the transfer function of the current source to which the
BioZ is connected as a load. The transfer function of BioZ is multiplied by a constant that depends on
the resistances of the current source.
The Barkhausen stability criterion (16) is the mathematical condition that the closed loop feedback
system (Figure 3) has to accomplish in order to obtain sustained oscillations. Thus, the oscillation
parameters, aosc and fosc, can be derived by equating the real and imaginary part of Equation (16) to 0,
where ω = 2pi fosc.
1+ HBP(s = jω) × HZ.CS(s = jω) × HCMP.F(s = jω) × N(aosc) = 0 (16)
# The parameters of the BioZ electric model, which are obtained from calibration (as will be
discussed below), are incorporated to Equation (16), introducing the electrode parameter influence
on solutions derived for amplitude and frequency.
# The relationship between ff and the number of cells, which will depend on the maximum area to
be covered by the cells and the cell size for each cell line.
2.4.2. System Calibration
The system calibration is very important since it is the method to know the values of the BioZ
model parameters. The selected calibration protocol was as follows:
1. The first step (for the calibration experiment) was to perform an initial experiment to estimate
Rgap and ∆Rs (the measurements of two wells are used; that is, two cell cultures with the same initial
conditions). These parameters not only defined the oscillation frequency and amplitude when the
well is full, but also defined the range of oscillation frequency and amplitude from f f → 0 to f f → 1 .
As these parameters could only be estimated when the culture reached the confluent or mono-layer
phase, and the range of frequency and amplitude for the same cell line did not vary much (unlike the
initial frequency and amplitude of oscillation), it was decided that these two parameters, Rgap and
∆Rs, were common to the cell line. This first experiment was only done once per cell line.
Both the system equations (OBT) and the equations of BioZ electric model ((6) and (16),
respectively) were used to obtain Rgap and ∆Rs. The position of the zero of the BioZ model was
fixed at 15 kHz for all experiments, since it was verified by means of the analysis of the Bode diagram
of the cell-electrode system (in several experiments) that was always located at this frequency, as can
be seen in Figure 4 (areas of the Bode diagram of the frequencies of interest in our system are shown
in Figure A6). From the frequency and amplitude of oscillations at the beginning of the experiment
( f f → 0), it is known that the value of Rgap has an almost null influence at this point of the experiment
and considering that by definition in Equation (5) ∆Rs is 0, and fp and Rsi can be obtained for the
calibration experiment. After that, Rgap and ∆Rs are achieved using the oscillation amplitude and
frequency when f f → 1 , which are the same in each cell line.
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2. Second step (for the real-time measured experiment): The currently used electrodes did not
present great precision at the beginning of the experiment, since in each well, the cells could be
deposited in different positions, and the distribution of the electrodes in the wells was not optimal.
Therefore, at the beginning of each experiment, knowing the oscillation amplitude and frequency,
the pole position ( fp) and Rsi could be obtained in the same way as in the calibration experiment,
and in this case they would be unique for each well. This step had to be done in order to reach the best
estimation of ff, and it does not suppose loss of information, since they are obtained in the early hours
of the experiment. Any current CPU (Central Processing Unit) takes very little time to perform this
task, and this time is significantly smaller than the experiment sampling time (1 h).
Therefore, the calibration is completed when all these steps are done in such a way that ff can be
obtained in real time for each experiment of a cell line.
2.4.3. ff -Number of Cells Relationship
The ff may not be useful in order to know parameters like birth and mortality rate, growth rate,
etc. of a cell culture. However, it would be suitable to know the number of cells in each well in real
time. There is a direct relationship between ff and number of cells, which depends on well area (Ap)





where ff is the percentage of well filling, Ncell is the number of cells for a value of ff and Acell is the
average area of cells in each cell line. The well area is known (provided by the manufacturer [19]),
whereas the cell area is unknown. The growth curve of each cell line (cell density vs time) obtained
by conventional methods is used to estimate the cell area of each cell line. The number of cells in the
confluent phase matches with the moment when ff is near to 1, so Equation (17) can be used to find the
cell area of each cell line. The average area of each studied cell line is in Table 1.
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3. Results
3.1. Experimental Cell-Line ff Curves
For each cell line, one experiment was carried out with an initial number of cells of 10,000 cells
(Section 2.1). This first experiment was used for calibration; in other words it, was used to obtain
the parameters that define the ranges of oscillation amplitude and frequency during the experiments.
These ranges could only be obtained when the experiment was over. These parameters were estimated
using the system equations, and the oscillation amplitude and frequency when the cell culture was
at the monolayer phase ( f f → 1). Rs changed because, as the number of cells in the cell culture
increased, the size of the cell layer increased; therefore the path from the double layer cell-electrode to
the reference electrode changed. For this reason, ∆Rs could be negative.
Table 2 shows Rgap and ∆Rs (it can be negative if the condition Rsi + ∆Rs ≥ 0 is met) for each cell
line, which will be used for the real-time estimation of ff in the subsequent experiments.
For each cell line, ff was estimated using the electrical model of BioZ (obtained in the calibration
phase) and the experimental oscillation amplitude and frequency. In this way, we could make a first
test of the model. Figure 5 shows the evolution of ff for each cell line in the calibration experiment.
Table 2. Rgap and ∆Rs for each cell line.
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Each cell line had a different evolution and range of oscillation amplitude and frequency, so it was
important to characterize it in the first experiment. After that, any culture assays could be monitored
in real time, either in an experiment of cell growth, toxicity of radiation, etc.
A re l time exp riment was simulated using a Matlab script ( om data of other exp riments) to
test and validate our method of adjustme t and monitoring. The first step in this experiment was,
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taking into account the initial amplitude and frequency of oscillations after the initial transient (which
is different for each cell line), to calculate the pole location ( fp) and Rs when f f → 0 (Rsi). After some
initial measurements, both the system equations and the BioZ electrical model were used to estimate
fp and Rsi. Thus, with Rgap and ∆Rs obtained in the calibration experiment, we generated a rough
estimate of ff for each oscillation amplitude and frequency value.
Some simulations of real time experiments were carried out, as was explained in the previous
paragraph. These simulations were made using experiment data with different initial cell densities to
corroborate the method. Even so, there is an ff estimation error that was adjusted at the end of the
experiment. Error correction was done to estimate the error and validate this technique. ff is corrected
using Equation (18).
f fcor(k) = f f (k) × f fmax.ideal − f fmin.realf fmax.real − f fmin.real (18)
where f fcor(k) is ff corrected at the instant k, f f (k) is ff without correction at the instant k, f fmax.ideal is
the ideal value of ff in the confluent phase (0,99), f fmax.real is the maximum value of ff obtained in the
real time experiment, and, f fmin.real is the minimum value of ff obtained in the real time experiment.
Thus, ff is corrected according to its real value at the beginning of the experiment, which is considered
to be the real value because an actual fp and an actual Rsi have been obtained for each well at the
beginning of the experiment.
For the AA8 cell line, in Figure 6a (2500 cells at t = 0 h) and Figure 6c (5000 cells at t = 0 h),
the graphics shows the estimated ff during the experiment (blue) and after correction at the end of
experiment (red). In Figure 6b,d the absolute error in both experiments, which was small, is shown.
Hence the ff estimation method was validated, since maximum calculated ff approached well to unity.
In the same way, the N2aAPP cell line, in Figure 7a (2500 cells at t = 0 h) and Figure 6c (5000 cells at
t = 0 h), the estimated ff is illustrated during the experiment (blue), and after correction at the end of
experiment (red), respectively. In Figure 7b,d, the absolute error in both experiments was small, being
below 3%. Finally, for the N2a cell line, in Figure 8a (2500 cells at t = 0 h) and Figure 6c (5000 cells at
t = 0 h), the estimated ff during the experiment (blue) and after correction at the end of experiment
(red) is shown. The maximum absolute error (Figure 8b,d) in both experiments was below 14%, which
was the largest error observed for the three cell lines.
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Figure 8. (a) Comparison between uncorrected and corrected ff, and (b) ff estimation error (N2a with
2500 cells at the beginning). (c) Comparison between uncorrected and corrected ff, and (d) ff estimation
error (N2a with 5000 cells at the beginning).
3.2. Experimental Cell-Line Growth Curves
Finally, to obtain the concentration of cells in each well, Equation (17) was applied. The cell
density error was sim lar to the ff error, which wa corre ted at the end f experiment. The rr r was as
small as the uncorr cted ff error, and was acceptable. In any case, at the end of experimen , an accurate
cell density was obtain d using the corrected ff.
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In Figure 9, the growth curves of AA8 cell line are compared. Blue lines are the cell density
estimated from the corrected ff, and red lines are the growth curves obtained from standard methods
with petri plates. These curves showed that the evolution of the cell densities, in both case, matched
well for the three initial concentrations of AA8 cells. It was employed in a cell area shown in Table 1.
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Firstly, if we focused on the first 20–24 h of the experiment, we observed that the cells needed that
time (depending on the cell line and the type of medium) to settle into the well. From here on, both
curves were very similar, but we should keep in mind that traditional curves are made by counting
and statistically, so there may have been some error.
We did not comple e the experiments until the cell culture a say was in the de th phase, in order
to collect s much data as possible. To have a reference, the curves made by traditional methods must
have a similar length.
4. Discussion
The obtained results for AA8 cell line are good enough to consider the proposed method for
calibration and cell growth estimation as a real contribution in the field of electric modelling of
cell-electrode system, with application in cell culture assays. However, some points must be clarified
about the presented work. Firstly, the estimation of the attained initial cell concentrations is always
larger than expected. This can be due to several factors. When cells are seeded, they spend some time
adapting to the environment. This effect is filtered by classical techniques, which take out the first
count at 24 h, after the adaption processes has finished. In our approach, the sample rate is 1 h, so this
effect is fully observed by the electrodes of the easurement system. Even more, the cell density at the
beginning s low, so electrode ar a uld not sense the cells if they were not on the top. By increasing
the sensing surface (el ctrode numb r and area) this ffect shoul be r duced. Secondly, th estimated
cell siz has b en co sider d constant along the cell culture ssay. This could be not true, because the
cell size, and the corresponding cell-to-electrode interface, could be reduced when the cell density
increases in time. These smaller cell sizes can lead to an underestimation of the cell number. As well,
the cell lines with the same initial cell density will have different system responses as a consequence of
the cell size specifics of each cell line, since the covered substrate area is different. At the initial time,
cell-to-cell distance will be also different depending on the cell line, for the same initial cell density.
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Thirdly, the reason for a negative increment on spreading resistance in the N2a cell line electrical
model is not clear, and the authors are not sure if it is a real physical effect or if it was derived from
the calibration process. This spreading resistance models the conductivity from working electrode
to reference electrode along the culture medium, and other parameters could potentially influence it,
such as the barrier resistance, and these should be incorporated into the proposed electrical model in
the future. Finally, the proposed calibration method delivers some parameters (Rgap and ∆Rs) that can
be considered representative of each cell line, of course considering that the specific well-electrode
system has been employed for assays and that the obtained results will depend on the possibility of
developing a possible method for cell biometry, a difference of other approaches that only measures
the final impedance of the cell cultures.
5. Conclusions
Using the proposed calibration protocol and the OBT technique, an accurate cell-electrode
electrical model useful for the bioimpedance ECIS technique experiments can be obtained for any cell
line. Both the BioZ electric model described and the OBT technique allow the estimation of the well
filling percentage (ff ), with relatively low errors. Likewise, if the cell area is known, the cell density
value is predicted in real time. The proposed calibration and fitting technique can be also applied to
any other circuit technique for electrical cell-substrate impedance spectroscopy measurements.
Thanks to the correction proposed for the spreading resistance parameter, Rs, and the calibration
protocol described, the obtained electric model of the cell-electrode system is improved by reducing
its error near the confluence phase. In summary, the cell number in a culture can also be accurately
monitored in real time.
In this work, Matlab software has been used to simulate the calibration protocol, and for the
testing and validation of the model in real time. The next step is to implement the Matlab script in
the smart prototype of our OBT system approach [15–18]. The OBT prototype will then be able to
autonomously follow the ff and the cell density in real time.
Author Contributions: J.A.S., G.H., A.M.-J., P.P., A.O. and A.Y. contributed to the system design and fabrication,
experiments, electrical electrode-model, graphics, web project page design, discussion, and writing process. M.E.M.
and P.D. contributed with the cell culture experiments, graphical representations, discussion, and writing process.
Funding: This work was in part funded by the Spanish Government’s Ministerio de Economía, Industria y
Competitividad: Integrated Microsystems for Cell-Culture Monitoring, under the project TEC2013-46242 -C3-1-P,
co-financed with FEDER.
Acknowledgments: N2a-APP, were generously gifted by Javier Vitorica (Institute of Biomedicine of Sevilla,
Sevilla, Spain).
Conflicts of Interest: The authors declare no conflict of interest.
Appendix A
Sensors 2018, 18, x FOR PEER REVIEW  13 of 16 
 
proposed electrical model in the future. Finally, the proposed calibration method delivers some 
parameters (Rgap and ΔRs) that can be considered representative of each cell line, of course considering 
that the specific well-electrode system has been employed for assays and that the obtained results 
will depend on the possibility of developing a possible method for cell biometry, a difference of other 
approaches that only measures the final impedance of the cell cultures. 
5. Conclusions 
Using the proposed calibration protocol and the OBT technique, an accurate cell-electrode 
electrical model useful for the bioimpedance ECIS technique experiments can be obtained for any cell 
line. Both the BioZ electric model described and the OBT technique allow the estimation of the well 
filling percentage (ff), with relatively low errors. Likewise, if the cell area is known, the cell density 
value is predicted in real time. The proposed calibration and fitting technique can be also applied to 
any other circuit technique for electrical cell-substrate impedance spectroscopy measurements. 
Thanks to the correction proposed for the spreading resistance parameter, ܴ௦ , and the 
calibration protocol described, the obtained electric model of the cell-electrode system is improved 
by reducing its error near the confluence phase. In summary, the cell number in a culture can also be 
accurately monitored in real time. 
In this work, Matlab software has been used to simulate the calibration protocol, and for the 
testing and validation of the model in real time. The next step is to implement the Matlab script in 
the smart prototype of our OBT system approach [15–18]. The OBT prototype will then be able to 
autonomously follow the ff and the cell density in real time. 
A thor Contributions: J.A.S., G.H., A.M.-J., P.P., A.O. and A.Y. contributed to the system design and fabrication, 
experiments, electrical electrode-model, graphics, web project page design, discussion, and writing process. 
M.E.M. and P.D. contributed with the cell culture experiments, graphical repre entations, discussion, and 
writing process. 
Funding: This work was in part funded by the Spanish Government’s Ministerio de Economía, Industria y 
Competitividad: Integrated Microsystems for Cell-Culture Monitoring, under the project TEC2013-46242 -C3-1-
P, co-fi anced with FEDER. 
 2a- PP,  l  ift   J i r i  (I tit te f i e icine of Sevil a, 
Sevilla, Spain). 
Conflicts of Interest: The authors declare no conflict of interest. 
Appendix A 
 
Figure A1. Applied BioPhysics electrodes used. i r . lie i sics l tr .
Sensors 2018, 18, 2354 14 of 16Sensors 2018, 18, x FOR PEER REVIEW   f  
 
 
Figure A2. Variation of initial oscillation amplitude and frequency as a function of the pole position 
fp. 
 
Figure A3. Variation of initial oscillation amplitude and frequency as a function of Rs value. 
 
Figure A4. Variation of final oscillation amplitude and frequency as a function of Rgap value. 
Figure A2. Variation of initial oscillation amplitude and frequency as a function of the pole position fp.
Sensors 2018, 18, x FOR PEER REVIEW  14 of 16 
 
 
Figure A2. Variation of initial oscillation amplitude and frequency as a function of the pole position 
fp. 
 
Figure A3. Variation of initial oscillation amplitude and frequency as a function of Rs value. 
 
Figure A4. Variation of final oscillation amplitude and frequency as a function of Rgap value. 
Figure A3. Variation of initial oscillation amplitude and frequency as a function of Rs value.
Sensors 2018, 18, x FOR PEER REVIEW  14 of 16 
 
 
Figure A2. Variation of initial oscillation amplitude and frequency as a function of the pole position 
fp. 
 
Figure A3. Variation of initial oscillation amplitude and frequency as a function of Rs value. 
 
Figure A4. Variation of final oscillation amplitude and frequency as a function of Rgap value. Figure A4. Variation of final oscillation amplitude and frequency as a function of Rgap value.
Sensors 2018, 18, 2354 15 of 16Sensors 2018, 18, x FOR PEER REVIEW  15 of 16 
 
 
Figure A5. Variation of final oscillation amplitude and frequency as a function of ΔRs value. 
 
Figure A6. Area of interest in the Bode diagram from Figure 4. 
References 
1. Khalil, S.; Mohktar, M.; Ibrahim, F. The Theory and Fundamentals of Bioimpedance Analysis in Clinical 
Status Monitoring and Diagnosis of Diseases. Sensors 2014, 14, 10895–10928, doi:10.3390/s140610895. 
2. Lu, Y.-Y.; Huang, J.-J.; Cheng, K.-S. The design of electrode-array for monitoring the cellular bioimpedance. 
In Proceedings of the 2009 IEEE Symposium on Industrial Electronics & Applications, Kuala Lumpur, 
Malaysia, 4–6 October 2009. 
3. Lei, K. Review on Impedance Detection of Cellular Responses in Micro/Nano Environment. Micromachines 
2014, 5, 1–12, doi:10.3390/mi5010001. 
4. Borkholder, D.A. Cell Based Biosensors Using Microelectrode. Ph.D. Thesis, Stanford University, Stanford, 
CA, USA, November 1998. 
5. Giaever, I.; Keese, C.R. Use of Electric Fields to Monitor the Dynamical Aspect of Cell Behavior in Tissue 
Culture. IEEE Trans. Biomed. Eng. 1986, BME-33, 242–247, doi:10.1109/tbme.1986.325896. 
6. Pradhan, R.; Mandal, M.; Mitra, A.; Das, S. Monitoring cellular activities of cancer cells using impedance 
sensing devices. Sens. Actuators B Chem. 2014, 193, 478–483, doi:10.1016/j.snb.2013.12.003. 
7. Daza, P.; Olmo, A.; Cañete, D.; Yúfera, A. Monitoring living cell assays with bio-impedance sensors. Sens. 
Actuators B Chem. 2013, 176, 605–610, doi:10.1016/j.snb.2012.09.083. 
Figure A5. Variation of final oscillation amplitude and frequency as a function of ∆Rs value.
Sensors 2018, 18, x FOR PEER REVIEW  15 of 16 
 
 
Figure A5. Variation of final oscillation amplitude and frequency as a function of ΔRs value. 
 
Figure A6. Area of interest in the Bode diagram from Figure 4. 
References 
1. Khalil, S.; Mohktar, M.; Ibrahim, F. The Theory and Fundamentals of Bioimpedance Analysis in Clinical 
Status Monitoring and Diagnosis of Diseases. Sensors 2014, 14, 10895–10928, doi:10.3390/s140610895. 
2. Lu, Y.-Y.; Huang, J.-J.; Cheng, K.-S. The design of electrode-array for monitoring the cellular bioimpedance. 
In Proceedings of the 2009 IEEE Symposium on Industrial Electronics & Applications, Kuala Lumpur, 
Malaysia, 4–6 October 2009. 
3. Lei, K. Review on Impedance Detection of Cellular Responses in Micro/Nano Environment. Micromachines 
2014, 5, 1–12, doi:10.3390/mi5010001. 
4. Borkholder, D.A. Cell Based Biosensors Using Microelectrode. Ph.D. Thesis, Stanford University, Stanford, 
CA, USA, November 1998. 
5. Giaever, I.; Keese, C.R. Use of Electric Fields to Monitor the Dynamical Aspect of Cell Behavior in Tissue 
Culture. IEEE Trans. Biomed. Eng. 1986, BME-33, 242–247, doi:10.1109/tbme.1986.325896. 
6. Pradhan, R.; Mandal, M.; Mitra, A.; Das, S. Monitoring cellular activities of cancer cells using impedance 
sensing devices. Sens. Actuators B Chem. 2014, 193, 478–483, doi:10.1016/j.snb.2013.12.003. 
7. Daza, P.; Olmo, A.; Cañete, D.; Yúfera, A. Monitoring living cell assays with bio-impedance sensors. Sens. 
Actuators B Chem. 2013, 176, 605–610, doi:10.1016/j.snb.2012.09.083. 
Fig re 6. rea of i terest i t e o e iagra fro Fig re 4.
eferences
1. alil, S.; o t r, .; Ibrahi , F. The Theory and Fundamentals of Bioimpedance Analysis in Clinical
Status onitoring and iagnosis of Diseases. Sensors 2014, 14, 10895–10928. [CrossRef] [PubMed]
2. Lu, .-Y.; Huang, J.-J.; Cheng, K.-S. The design f l ctr e-arra f r it i
In Procee i s of the 2009 IEEE Sy posi o In stri l lectr i li ti , ,
alaysia, 4–6 ctober 2009.
3. Lei, . evie on I pedance Detection of Cellular Responses in Micro/ iron ent. icro achines
2014, 5, 1–12. [CrossRef]
4. Borkholder, D. . ell ase i se s rs si i r l tr . . . i , t f r i r it , t f r ,
, S , ove ber 1998.
5. iae er, I.; Keese, C.R. Use of Electric Fields to onitor the Dyna ical spect of ell Behavior in Tissue
ulture. I rans. Bio ed. ng. , - , 242–247. [CrossRef] [PubMed]
6. ra a , .; a al, .; itra, .; as, S. onitoring cellular activities of cancer cells using impedance
sensing devices. e s. ct ators he . 2014, 193, 478–483. [CrossRef]
Sensors 2018, 18, 2354 16 of 16
7. Daza, P.; Olmo, A.; Cañete, D.; Yúfera, A. Monitoring living cell assays with bio-impedance sensors.
Sens. Actuators B Chem. 2013, 176, 605–610. [CrossRef]
8. Abdolahad, M.; Shashaani, H.; Janmaleki, M.; Mohajerzadeh, S. Silicon nanograss based impedance biosensor
for label free detection of rare metastatic cells among primary cancerous colon cells, suitable for more accurate
cancer staging. Biosens. Bioelectron. 2014, 59, 151–159. [CrossRef] [PubMed]
9. Lourenço, C.F.; Ledo, A.; Laranjinha, J.; Gerhardt, G.A.; Barbosa, R.M. Microelectrode array biosensor for
high-resolution measurements of extracellular glucose in the brain. Sens. Actuators B Chem. 2016, 237,
298–307. [CrossRef]
10. Dibao-Dina, A.; Follet, J.; Ibrahim, M.; Vlandas, A.; Senez, V. Electrical impedance sensor for
quantitative monitoring of infection processes on HCT-8 cells by the waterborne parasite Cryptosporidium.
Biosens. Bioelectron. 2015, 66, 69–76. [CrossRef] [PubMed]
11. Reitinger, S.; Wissenwasser, J.; Kapferer, W.; Heer, R.; Lepperdinger, G. Electric impedance sensing
in cell-substrates for rapid and selective multipotential differentiation capacity monitoring of human
mesenchymal stem cells. Biosens. Bioelectron. 2012, 34, 63–69. [CrossRef] [PubMed]
12. Grimnes, S.; Martinsen, O.G. Bioimpedance and Bioelectricity Basics, 3rd ed.; Academic Press: Cambridge, MA,
USA, 2015.
13. Huang, X.; Nguyen, D.; Greve, D.W.; Domach, M.M. Simulation of Microelectrode Impedance Changes Due
to Cell Growth. IEEE Sens. J. 2004, 4, 576–583. [CrossRef]
14. Olmo, A.; Yúfera, A. Computer simulation of microelectrode based bio-impedance measurements with
COMSOL. In Proceedings of the Third International Conference on Biomedical Electronics and Devices,
Valencia, Spain, 20–23 January 2010; pp. 178–182.
15. Huertas, G.; Maldonado, A.; Yufera, A.; Rueda, A.; Huertas, J.L. The Bio-Oscillator: A Circuit for Cell-Culture
Assays. IEEE Trans. Circuits Syst. II Express Briefs 2015, 62, 164–168. [CrossRef]
16. Pérez, P.; Maldonado-Jacobi, A.; López, A.J.; Martínez, C.; Olmo, A.; Huertas, G.; Yúfera, A. Remote Sensing
of Cell-Culture Assays. In New Insights into Cell Culture Technology; InTech: Rijeka, Croatia, 2017; pp. 135–155.
17. Serrano, J.A.; Pérez, P.; Maldonado, A.; Martín, M.; Olmo, A.; Daza, P.; Huertas, G.; Yúfera, A. Practical
Characterization of Cell-Electrode Electrical Models in Bio-Impedance Assays. In Proceedings of the 11th
International Joint Conference on Biomedical Engineering Systems and Technologies, Funchal, Madeira,
Portugal, 19–21 January 2018.
18. Pérez, P.; Huertas, G.; Maldonado-Jacobi, A.; Martín, M.; Serrano, J.A.; Olmo, A.; Daza, P.; Yúfera, A. Sensing
Cell-Culture Assays with Low-Cost Circuitry. Sci. Rep. 2018, 8. [CrossRef] [PubMed]
19. Applied Biophysics. Available online: http://www.biophysics.com (accessed on 13 July 2018).
20. Huertas, G.; Vázquez García de la Vega, D.; Rueda, A.; Huertas, J.L. Oscillation-Based Test in Mixed-Signal.
Circuits; Springer: Dordrecht, The Netherlands, 2006.
© 2018 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
